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Disinfectant Efficacy Testing in the Presence of Organic Soil 

PURPOSE 
The purpose of this study is to demonstrate the disinfectant activity of the test substance against the specified test 
organisms as required for the desired claim on representative, soft, porous surfaces (i.e. cotton and polyester 
fabric). 

TEST SUBSTANCE CHARACTERIZATION 
According to (40 CFR, Part 160, Subpart F [160.105)) test substance characterization as to Identity, strength, 
purity, solubility and composition, as applicable, shall be documented before Its use in lhis study. The slabillly of 
the test substance shall be determined prior lo or concurrently with this study. Pertinent Information, which may 
affect the outcome of this study, shall be communicated In writing to the Study Director upon sample submission 
to Accuratus Lab Services. Accuratus Lab Services Will append Sponsor-provl<fed Ce.rtlficates of Analysis 
(C of A) to this study report, if requested and supplied. Characterization and -stability studies not performed 
following GLP regulations will be noted in the Good Laboratory Practice compliance statement. 

SCHEDULING AND DISCLAIMER OF WARRANTY 
Experimental start dates are generally scheduled on a first-come/first-serve basis once Accuratus Lab Services 
recewes the Sponsor approved/completed protocol, signed fee schedule ar:id corresponding test substance(s). 
Based on all required materials being received at this time, the prooosed experimental start date Is August 12, 2016. 
Verbal results may be given upon completion of the study with ~N;ritten report to ollow on the proposed completion 
dale of September 9, 2016. To expedite scheduling, please be sure all required paperwork and test substance 
documentation is complete/accurate upon arrival at Accural,us Lab Services. 

If a test must be repeated, or a portion of it, due to failure qy· Accuratus Lab Services to adhere to specified 
procedures, it will be repeated free of charge. If a lest must be repeated, or a portion of it, due to failure of 
internal controls, it will be repeated free of charge. !'Methods Devel9pment• fees shall be assessed, however, if 
the test substance and/or test system require. modificati<il')s dueJo complexity and difficulty of testing. 

If the Sponsor requests a repeat test, they wlll be i;;harged for an· additional test. Neither the name of Accuratus 
Lab Services nor any of Its employees are to b!l -used In advertising or other promotion without written consent 
from Accuratus Lab Services. / ' 

The Sponsor Is responsible for any re)ect\on oi !he final report by the regulatory agencies concerning report 
format, pagination, etc. To prevent rejection, Sponsor should carefully review the Accuratus Lab Services final 
report and notify Accuratus Lab Services of any perceived deficiencies In these areas before submission of the 
report lo the regulatory agency. Accura.tus Lab Services will make reasonable changes deemed necessary by the 
Sponsor, without altering the technlc~I da.fa. 

JUSTIFICATION FOR SELECTION OF THE TEST SYSTEM 
The US EPA specifies that the AOA€ Germicidal Spray Products or Use-Dilution Test are acceptable methods to 
determine efficacy for limited, gener al, hospital bacterial disinfection, pathogenic fungi or other microorganism 
claims for llquld/aerosol I trigger I pump spray product forms. This study will develop data to support a 
dlsinf~c,lal')I• effica§y claim fo( soft surfaces based the RB Confidential Protocol EPA File Symbol 777-PA-3, 
Disinfectant Efficacy Testing In the Presence of Organic Soil (May 19, 2015 I Version number 5) accepted by EPA 
on '~eptember.30, 2015. 
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PROCEDURE FOR IDENTIFICATION OF THE TEST SYSTEM 
Accuratus Lab Services mainlains Standard Operating Procedures (SOPs) relative lo efficacy testing studies. 
Efficacy testing is performed In s1rict adherence to lhese SOPs which have been constructed to cover all aspects 
of the work including. but not limited to, receipt, log-in. and tracking of biological reagents including test organism 
strains ror purposes of Identification. receipt and use of chemical reagents. These procedures are designed to 
document each step of e'fficacy testing studies. Appropriate references to medium, batch number, etc. are 
documented in the raw data collected during the course of each study. 

Additionally, each efficacy test is assigned a unique Project Number when the protocol for the study is Initiated by 
the Study Director. This number Is used for Identification of the test subcultures. etc. during the course of the test. 
Test subcultures are also labeled with reference to the test organism. experimental start.dale, ahd lest product. 
Microscopic andlor macroscopic evaluations of positive subcultures are performed in order to confirm the identity 
of the test organism. These measures are designed to document the identity of the test system. 

ASSAY EVALUATION REQUIREMENTS: 
The success criteria for soft surfaces will be identical to the EPA requirements for hard surfaces in the AOAC 
Germicidal Spray Test (2013). The success criterion for bactericidal claims'. is: 

The product must kill the required test microorganism on at least 59 of each set of 60 carriers. The requirement 
for sort surfaces includes both natural and synthetic fabric types. Sixty (60) carriers of each fabric type will be 
tested per test system per batch for required strains. Testing must be performed on each of 3 samples, 
representing 3 different batches. 

ASSAY ACCEPTANCE CRITERIA: 
The assay will be accepted for evaluating the test subsfanc:;e if the following criteria are satisfied: 
1. The mean Log10 density (LD) for Pseudomonas aerugino~a (ATC~ 15442) must be at least 5.0 log10/carrier 

and not above 6.5 log 10/carrier. 
2. The neutralizer must be shown to be effective, non-toxic, ~.nd support the growth of a low number of 

organisms (i.e. 10-100 CFU). · 
3. The identity or each test system must be verified. 
4. Growth must be present In the Test System Ytabliity Controls. 
5. The media, test surfaces and org'.anic soil use.din the study must be verified as sterile. 

Retesting Guidance 
1. For tests where the product passes'and the mean Test LD value is above the Log10/carrier limit described 

above In Assay Acceptance Criteria (1 ), no retesting is necessary. 
2. For tests where the ·pro(juct falls.and the mean Test LD value is below the Log10fcarrier limit described above 

In Assay Acceptanc'e Criteria (1 ). no retesting ls necessary. 
3. For tests where the product fails ~nd the mean Test LD value is above the Log10fcarrier limit described above 

in Assay Acceptarce Criteria (1 ), retesting may be conducted. 
/ 
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AOAC Germicidal Spray Test Experimental Design/Operating Technique 

Test System - Organisms 

. : .... ,. ~ 

The test organlsm(s) specified in Table 1 will be used in the assay. The test organism(s) was/were obtained from 
the American Type Culture Collection (ATCC), Manassas, VA 

Table 1: 

Organism ATCC Number Growth Media Recovery Media 

Pseudomonas aeruginosa 15442 Synthetic Broth Tryptic Soy Agar + 5% Sheep Blood 

Test Fabric Preparation 
In this assay, 1 Inch by 1 Inch fabric squares will be used in place of the hard, non-porous surface (i.e. glass 
carriers) to serve as the test surfaces lo demonstrate disinfection on a soft inanimate por.ous surface. 

If claims are desired for colton fabrics, then the fabric squares used for te,sUng will be made of 100% colton. If 
claims are desired for polyester fabrics, then the fabric squares used for testing wlll be made of 100% polyester. 
If general claims for fabric are desired, then both 100% cotton and 1Q..0% polyester fabric squares will be tested. 

The test fabrics are described below: 

1. Natural fabric -plain weave 100% cotton fabric. The fabric will be completely de-sized, bleached and without 
bluing or optical brighteners. The fabric is obtained 'from Te.st Fabrics Inc, West Pittston, Pennsylvania and is 
Style #400M. 

2. Synthetic fabric -100% polyester fabric. The fabric will be completely de-sized, bleached and without bluing 
or optical brighteners. The fabric is obtained from Test Fabrics Inc, West Pittston, Pennsylvania and is 
Style #777 . -

Prior to testing, the fabric will be processed in the following manner. If multiple fabric types are tested, each fabric 
type will be processed separately. The documentation of this processing will be recorded. 

1. In a sta.lnless steel pot, prepare a fabr(c scouring solution by adding 1.5 grams Sodium Carbonate (Na 2C03) 

and 1.5 grams Triton X-100 to a liters-of deionized water. Equivalent dilutions may be made. 
2. Add approximately 100 grams of.test fabric per liter of scouring solution. 
3. Allow the solution tctreach a· rolling b'oll. Boll for 2 60 minutes buts 70 minutes. 
4. Using tongs, remove the fabric frorn the scouring solution. 
5. Rinse thoroug_!11y with deionized water until all traces (foaming) of the wetting agents are visibly noted to be 

gone. This can , b~ achieved by nJnning the deionized water to re-fill the pot. To aid in removing the scouring 
solution, the fabric.can b·e rnng out occasionally with gloved hands. 

Note: Only. gloved hand,s should be used when handling the fabric from this point foiward. This will 
, avoid adding unwanted body oils to the fabric. 

6. Allow the fabric to air dry completely by hanging or draping, the time taken for drying will be recorded. 
7. If after·drying, the fabric is wrinkled, the fabric may be ironed flat so that flat swatches may be prepared. 

Ste.am will not be used 
8. Using scissors and a ruler, cut 1 inch x 1 inch test squares from the dried fabric. 
9. Place each test square into separate glass petri dishes. 
10. Steam sterilize. 
11. Cool and store the fabric test squares at ambient temperature for s 30 days. 
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Test System Preparation (Culture Transfer) 
The maintenance and storage of stock cultures is described in detail in Accuratus Lab Services SOP for culture 
maintenance (CGT-0020, current revision). The procedure utilized for required bacterial strains follows the AOAC 
Use-Dilution Method (2013). 

1. For required strains, defrost a single cryovial at room temperature and briefly vortex to mix. Add 1 O µL of the 
thawed frozen stock to a tube containing 10 ml synthetic broth, vortex, and incubate at 36 ± 1°c for 24 ± 2 
hours. Only one dally transfer ls required prior to initiation of the final test culture. Additional bacterial strains 
may require alternate culturing techniques which will be detailed in the protocol. 

2. For the final subculture step, Inoculate a sufficient number of 20 x 150 mm tubes containing 1 O ml synthetic 
broth with 1 O µL per tube of the 24 hour syntheUc broth culture; incubate 48-54 hours at 36 ± 1 •c. 

Preparation of Test Culture: 
1. Vortex the test culture for >3 seconds. For P. aaruginosa, prior to vortexing, the pelllcle from 48 - 54 hour 

cultures must be removed from the broth either by decanting the liquid asepUcaliy into a sterile tube, by gently 
aspirating the broth away from the pellicle using a pipe!, or by vacuum removal. 

2. Allow the culture lo sit on the benchtop for 10 -15 minutes. 
3. After this time, decant or pipe! approximately the upper two thirds ·of each culture into a sterile vessel. 

Exercise care as to not transfer any clumps or debris from the bottle of the culture when decanting. 

Final Culture Preparation/Addition of Organic Load: 
1. For the purpose of achieving the carrier count range, dilution of the final lest culture may be performed using 

the sterile cullure medium used to generate the flnal lf!~t culture (synthetic broth). Dilution of the final test 
culture should be made prior to the addition of the organic soil load to the inoculum. 

2. Concentration of the final test culture may be necessary in the event the liter in the llnal test cullures Is too 
low. 

3. Concentration may be achieved using centrifugation (e:g. 5000 rpm for 20 minutes), and re-suspending the 
pellet In the appropriate volume of the sterile flnaJ tesl ·cu~ure medium necessary to meet the carrier count 
range. 

4. In addition, the use of a spectrophotorneter to• measure optical density (OD at 650 nm) may be used to 
provide a tool (i.e. development of a·s!andard curve) for ~ssessing the need to concentrate or dilute the final 
test culture. Sterile broth medium .should<1lways be used lo calibrate the spectrophotometer. 

5. Determine the amount or culture that will be necessary for testing purposes. 
6. Pipette an appropriate amount of cul ure inJo a sterile vessel and add a volume of fetal bovine serum 

sufficient to achieve a final serU\)1 concentration range of 5%(v/v). Any combination or culture/serum volumes 
which resulls In a final concentration of 5% serum Is acceptable (e.g. 19.0 ml culture+ 1.0 ml serum for 5%. 
This will be referred to, as the tr.EST ~UL TURE. 

7. Any unusual observations or prqplems. with the test culture will be noted on the raw data sheet (e.g. clumping, 
debris, graininess), and reported1to the Study Director immediately after ii is observed or discovered. 

8. Repeal for each of the test systems. 
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Fabric Test Surface/Carrier Inoculation 
1. Inoculate a total of 0.05 ml (50-µl) of the Test Culture onto each sterile carrier using a calibrated positive 

displacement microplpelte. 
2. Ten (10) mlcroliters (µl) of the Test Culture will be inoculated to each of five areas of the fabric carrier (the 

total lnoculum or the five areas being 0.05 ml) using the same pipe! lip. Tips should be changed at least 
between every 5 carriers. Each corner and the direct center are the target areas. See diagram below: 

~ 
~ 

3. For each fabric type, inoculate the appropriate number of test squares for '.each organism and batch to be 
tested. 
For example: 

a. 60 fabric test squares per batch of the test substance for e.ach test system to be assayed 
(3 test substance batches) (1 test systems)= 180 fabric te,st squares per fabric type. 

b. Two (2) test squares for (2) test systems to ·serve as Test Viability 
Control = Four(4) fabric test squares per fabric type>", . 

c. Six (6) test squares for each of (2) test systems to.serve as Dried Recovery Count Controls= Six (6) 
fabric test squares per fabric type per organism. ' . 

d. Addttional carriers (e.g. 3 per organism per fabric type) should be inoculated to serve as extras or 
reserves in the event that a carrier is accid,ently dropped, or lo assess if the inoculated carriers are 
sufflcienUy dry after the drying period. "(his is described in further deta11 In the foflowlhg section. 

Drylng the Inoculated Test Surface 
1. Place the petri dishes containing the inoculated carriers into a relative humidity (RH) incubator that maintains 

36 ± 1 •c and dry for 30 to 40 minutes. · 
2. The carriers will be visually observed at the e.nd of the drying period to determine if the test culture is dried. If 

addilional drying time is requ ired, this will be documented in the raw data. If a visual observation is not 
sllfflcienl In determining whether• a s&t of carpers Is dry, an extra inoculated carrier can be used to blot the 
surface of a laboratory Kimwlpe. A drfed carrier wlll not transfer any culture to the Kimwipe (i.e. there will be 
no •wet spor observed on the Kimwlp_e). 

3. Al least 6 extra carriers p.er faerie type p,er organism will be dried to perform the Dried Recovery Control. 
Three of the carriers will be selected randomly and assayed before the treatment portion of the assay is 
performed, and (3) carriers will be selected randomly assayed after the treatment portion of the assay is 
performed. The purp:ose of lhls control Is to quantify the number of bacteria surviving the drying process for 
each drying,period. 

4. Raw data ·entries at the lime of testing will provide substantiation that the carriers were assayed before and 
after treairrent a.~ld~scrlbed above. 

5. Use inoculated Garrlers within 2 hours of drying. 
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Treatment of the Test System (Inoculated Carrier) with the Test Substance 
1. The ambient temperature of the room will be monitored and the maximum and minimum temperature 

recorded during the Treatment of the Test System and Subculture manipulations using an appropriate 
temperature monitoring device. 

2. After drying, each fnoculaled and dried fabric swatch with be aseptically transferred from the glass petri dish 
to an individual sterile testing vessel. The inoculated side of the fabric swatch wflf be placed facing upward. 
The vessel will be re-capped until it is used in the efficacy test. 

3. Prior to the treatment of an inoculated carrier, remove the lid from the treatment vessel. 
4. Tift the treatment vessel slightly (equal to or less than a 45° angle). 
5. Treat the inoculated and dried fabric carrier with a batch of the test substance as per the sponsors use 

instructions (i.e. 2-3 second spray from a distance of 6-8 inches from the surface, 2-3 pumps from a distance 
of 6-8 inches from the surface). 

6. Replace the treatment vessel lid to protect the test carrier rrom contamination. 
7. At an appropriate time Interval, treat lhe next carrier as described in the previous steps. 
8. Continue with Steps 3 to 6 unlfl all of the inoculated carriers for that treatment set have been treated. 
9. Allow the product to remain In contact with each inoculated fabric test square for the specified contact time. 

The contact time starts at lhe lime the product Is firs t applied to the lest square. 

Subculture and Neutralization of Treated Carriers 
1. Just prior to the contact time (e.g. ~10 minutes) for the treated fabric test square, remove the lid or cap from 

the treatment vessel. At the contact time (± 5 seconds), transfer 70 ml of neutralizer to the treatment vessel. 
2. Replace the lid or cap of lhe treatment vessel. 
3. Immediately vortex for 3·.4 seconds each treatment vessel to ensur.e the treated test carrier is completely 

submerged in the neutralization media, and that the product over5pray is thoroughly mixed with the 
neutralizer media. ·· 

4. Place all of the treatment vessels in the incubator at the temperature appropriate for growth of the test 
organism. 
The growth temperature will be detailed in the protocol, raw.data and final report. 

5. Incubate ror the time specified for the t.est organism. 

Incubation and Observation of Subculture Tubes and Recording Results 
1. All subcultures are Incubated at.·3.6 ± 1 .·c for 48 ± 2 hours. 
2. Remove the test materials from the incubator ~(ter the appropriate Incubation period. 
3. Observe each treatment vessel con~lning a carfier for the absence or presence of organism growth. Growth 

is indicated by turbidit)'. No growth ls indicated by clear subculture media. Record the result for each 
treatment vessel as ~+• forgroVl!lti, or •o• for no growth. 

4. Incubation at a tem,ilerature ouiside of the range listed above will be considered a protocol deviation but will 
be deemed accept;:il;lle if the Dried Recovery control values are within the expected range (see Assay 
Acceptance Criteria (,1) l,· 

Investigation of Presllmptlve Positives 
1. In the event the evaluation of any batch for any of the organisms tested demonstrates a presumptive positive 

(turbid, cloudy ' tube), an investigation of the results will be conducted on each tube to verify the presumptive 
posftive results. The Investigation will Identify the growth through direct colony observation, gram stain, 
appropriate biochemical assays and the use of selective media as compared to a control. If necessary the 
growth wlll be Identified to genus and species by an appropriate identification method (e.g. API, Vitek). 

2. Resu ts of \he investigation will be reviewed by the Study Director and a conclusion will be drawn as to the 
ldentitY. of the presumptive positive, the acceptance or rejection of the results obtained, and any necessary 
next steps1(e.g. re-test due to the confirmed presence of a contaminant). 

3. Growth lhat is confirmed to be the test system is allowable in at least 1 of the 60 carriers treated (i.e. a result 
of 0/60 or 1 /60 is a passing result). Therefore, if the growth in 1 or more treatment vessel is determined to be 
a contaminant (i.e. growth that was investigated, and concluded not to be the test system), and there is no 
growth in the other 59 treatment vessels, the assay will be accepted. This circumstance will be clearly 
identified in the final report. 
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Verification ofthe Identity of the Test Cultures 
The identity of each test organism will be verified in parallel with the test per the following instructions. 

1. On the day of testing, the stock culture of each test organism will be streaked for isolation on Tryptic Soy Agar 
+ 5% Sheep Blood and the appropriate selective growth agar and incubated along with the test and other 
controls at 36 ± 1 °C for 48 ± 2 hours. 

2. Following incubation, the identity of the organism will be verified by observing the colony morphology and 
Gram stained. Applicable biochemical assays will also be performed as outlined in Accuratus Lab Services 
SOP for test organism confirmation procedures (CGT-0067, current revision) 

3. Observations from these procedures will be compared to the known characteristics of each test organism as 
listed in Table 2 and the applicable SOP. 

4. Results of this verification will be reviewed by the Study Director. The identity of the test system will be 
accepted or rejected based upon the criteria provided in the SOP. This conclusion will be recorde.d in the raw 
data. If the test system verification is rejected, the assay will be considered invalid and the test will be 
terminated. All test materials will be discarded. 

Table 2: 

Test System 
Morphology on TSA + 

Gram Stain Selective Media I Growth 
5% Sheep Blood aaar Characteristics 

Beige, mucoidal, larger 
Gram (c) rod; small, 

Cetrimide Agar; fluorescent green P. aeruginosa strajght or slightly 
colonies. 

curved rods. growth. 

Survivor Counts/Dried Recovery Control Carriers 
The purpose of this control is to determine the number of viable organisms that remain on the inoculated test 
carriers after the drying period. Six (6) carders, per test organism, per fabric type, are inoculated and dried as 
described previously in the test procedure. Dried ·recovery carriers are inoculated and dried along with efficacy 
carriers, and are selected randomly. Recovery counts are performed on each dried recovery control carrier as 
described below. 

1. As stated previously, 3 of the inocu!af~i:I dried recovery control carriers will be dried and assayed before the 
treatment or efficacy portion of'tpe' assay is conducted, and 3 will be assayed after the treatment or efficacy 
portion of the assay .is completed.' 

2. After drying, and at the apprO'priate subculture time, using sterile forceps, subculture each inoculated and 
dried recovery conti:ol carrier intq a treatment vessel that contains 70 ml of neutralizing media and 10 grams 
glass beads. Vortex each treatment vessel containing a dried recovery control carrier for 120±5 seconds. 

3. Prepare tenfold br hundredfold dilutions from the treatment vessel containing each carrier in subculture media 
or an ap,pr~priate .dlluent. The treatment vessel containing the carrier is considered the 10° dilution. 

4. Plate in duplicate 0.1 rnL aliquots of the 10·1, 10·2• 10·3 and 104 dilution for each recovery control carrier with 
the·appropriate media for the test organism. 

5. Incubate the dried recovery control plates under the same conditions as previously described in the efficacy 
test (36 .± 1 ·c for 48 ± 2 hours). 

6. After ,th·e appropriate incubation duration, count the colonies on each plate and determine the number of 
organisms surviving on the carrier as per the instructions provided in the calculations section of this protocol. 
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Test System Viability Control Carriers 
The purpose of this control is to confirm viable organisms that remain on the inoculated test carriers after the 
drying period. Two (2) carriers per test organism, per fabric type, are inoculated and dried as described 
previously in the test procedure. 

1. After drying, individually subculture the two (2) inoculated test system viability control carriers into a treatment 
vessel that contains 70 ml of the subculture media that was used in the efficacy assay. 

2. Incubate the treatment vessels under the same conditions as previously described in the efficacy test 
(36 ± 1 °C for 48 ± 2 hours). 

3. After the appropriate incubation duration, observe each treatment vessel for the presence of growth. Growth 
or turbidity in each of the two (2) treatment vessels per test organism is considered an acceptable result for 
this control assay. 

Neutralization Confirmation Control 
1. The neutralization assay is performed using the same test substance parameters (dilution), test fabrics 

and treatment conditions (temperature, contact time). 
2. For each organism dilution to be tested, treat two (2) sterile un-inoculated carriers with the test substance as 

described in the efficacy test. For example, 12 carriers would be treated when one test organism is assayed 
against, two fabric types, and three organism dilutions. 

3. As in the efficacy assay, sterile fabric carriers are treated individyally in tre<1tment vessels. 
4. At the contact time for each treated carrier, add 70 ml of the. neutralizer media used in the efficacy test into 

the treatment vessel that contains the treated sterile carrier. 
5. Serial dilute the test organisms (no organic soil) out to the fo·7 dilution or other appropriate dilution. 
6. For each organism and organism dilution tested, inoculate two (2) treatment vessels (containing the treated 

carrier and overspray) with 0.1 ml of the organism, dilution that will deliver between 10 and 100 organisms 
into the subculture tube. 

7. Confirm the number of organisms initially delivered into the subculture tubes by plating 0.1 ml for each of the 
test culture dilutions in duplicate. · • 

8. Incubate the neutralization assay test m.aterials under the same conditions as previously described for the 
efficacy test (36 ± 1 °C for 48 ± 2 hours): 

9. After the appropriate incubation duration, obs!lrve each treatment vessel containing a carrier for the absence 
or presence of organism growth. Growth' Is .Indicated bY,. lurbldity. No growth Is indicated by clear subculture 
media. Record the result for eac treatment v,essel as "+" for growth, or ' O' for no growth. 

10. Count and record lhe numb~n of colon!es on each agar plate. 
11. Neutralization of the test subslance py the neutralizer used in the efficacy study will be deemed acceptable if 

there is growth in both of the t eatnient vessels containing the treated carriers, and the number of organisms 
introduced into each vessel is determined to be between 10-100 colonies as demonstrated on the 
corresponding agar,:. plates. ·The nel.ltralization assay can be repeated with the same batch of subculture 
neutralizing media \Used in the ,efficacy test if the number of organisms is determined to be out of this 
acceptable r~nge (i.e .. <;10 or >1 QO~ CFU) . 

Media Sterility Control 
1. For liquid med~a'(i;e. broth) at least one un-inoculated tube of each· batch of liquid media used in the assay is 

incubated undar'the same conditions as stated in the efficacy assay. 
2. for agars, atieast one additional plate of each batch of agar media is left un-inoculated, and allowed to 

• incubate under the same condlUons as the test (36 ± 1 ·c for 48 ± 2 hours). 
3. Re:cord.any growth on a particular batch of media as "NS" for non-sterile, and no growth as an •s• for sterile. 
4. If a particular batch of media demonstrates growth, and the test substance demonstrates efficacy, the Identity 

of the test organism in each of the tubes and on the plates in the Neutralizer Efficacy assay must be verified. 
5. If it is determined that the growth in the Neutralization assay is the test organism, the assay will be accepted. 
6. A second sterility test on anther tube or agar plate can also be performed, In event that similar growth is 

observed, in the second sterility test, the Study Director will be notified and a scientifically valid rationale will 
be developed for accepting/rejecting the results of the test using this media. 
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Test Surface (Carrier) Sterility Control 
1. One un-inoculated test surface (carrier), per fabric type, will be added to a subculture tube containing the 

neutralizing media used in the efficacy study. 
2. The subculture tube will be incubated under the same conditions as the test (36 ± 1 •c for 48 ± 2 hours). 
3. Record growth in the subculture tube as "NS" for non-sterile, and no growth as an "S" for sterile. 
4. If the test surface fails (i.e. growth in subculture tube) the sterility test, and the test substance passes efficacy 

testing, the identity of the test organism in each of the tubes and on the plates in the Neutralizer Efficacy 
assay must be verified. If it is determined that the growth in the Neutralization assay is the test organism, the 
assay will be accepted. 

Organic Soil Sterility Control 
1. A 0.1 ml aliquot of the organic soil used in the study will be inoculated into a subculture tube containing 

10 ml of neutralizing or growth media. · 
2. The subculture tube will be incubated under the same conditions as the test (36 ± 1 •c for 48 ± 2 hours). 
3. Record growth in the subculture tube as a "NS" for non-sterile" and no growth ;;is an "S" for sterile. 
4. The Study Director will be informed of any non-sterile results and a scientifically valid rationale will be 

developed for accepting/rejecting the results of the test using this organic soil. 

Test System lnoculum Count 
1. Dilute each test system (without or~anic soil) to the 10·7 dilution or other '~ppropriate dilution. 
2. Plate 1.0 ml aliquots of the 10' and 10·7 dilutions (or other applicable . dilutions) in duplicate with the 

appropriate growth agar. ' 
3. Incubate the agar plates under the same conditions as prev(ousiy described for the efficacy test (36 ± 1 •c for 

48 ± 2 hours). · 
4. After the appropriate incubation duration, count and record the number of colonies of each agar plate. 

DAT A ANALYSIS 

Calculations 

1. Colony Forming Units (CFU) per ml (or o'rganisrns per ml) 

CFU/ml =Ax B/C where 

A= Dilution Factor. The dilu!jonfactor . .is the inverse of the serial dilution used. 
B= Number of colonies per plate 
C= Volume plated 

2. Mean Log Density (M) of Dried Recoyery Counts 

a. 
b. 

c. 

/ .. 

d. 

e. 
f . 
g. 

Count and record'. the number of colonies appearing on each plate. Record counts >300 as TNTC. 
For each replicate (duplicate plating). using values of 0 to 300, determine the 'Average Plate Count per 
Dilutiqn' for e~qh dilution P-lated. Round to the nearest whole number. If duplicate platings of a dllution 
yiel8results .of1 and 0, the average of these values (0.5) will be rounded to the nearest whole number (1 ). 
For each replicate, determine the 'Average CFU I ml' as per the following equation: 

AveriJge CFU/ml =(avg. CFU for 10" ) +(avg. CFU for 1o·r1 + (avg. CFU for 10'') 
(10-") + (1 o·Y> + (1 o·i> 

where 10-x, 10-Y, and 1 o-• are example dilutions that may be used 

For ' each replicate, determine the 'Average CFU I carrier' by multiplying the 'Average CFU /ml' by the 
volume of subculture medium in the test tubes containing the Dried Recovery Count carriers and divide 
by the volume plated. 
For each replicate, determine the Log Density by calculating the Log 10 value of the 'Average CFU I carrier' . 
Determine the Mean Log10 Density (M) by averaging the individual Log Densities. 
Round results to provide 3 significant figures (e.g. 3.29 x 104 or 4.52 Log 10) . 

Statistical Analysis 
None Used 
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All of the original raw data developed exclusively for this study shall be archived at Accuratus Lab Services for a 
minimum of five years for GLP studies or a minimum of six months for all other studies following the study 
completion date. After this time, the Sponsor (or the Sponsor Representative, if applicable) will t;ie contacted to 
determine the final disposition. These original data include, but are not limited to, the following: 

1. All handwritten raw data for control and test substances including, but not limited, to notebooks, data 
forms and calculations. 

2. Any protocol amendments/deviation notifications. 
3. All measured data used in formulating the final report. 
4. Memoranda, specifications, and other study specific correspondence relating to interpretation and 

evaluation of data, other than those documents contained in the final study report. 
5. Original signed protocol. 
6. Certified copy of final study report. 
7. Study specific SOP deviations made during the stud~. 

Facility Specific Documents 

The following records shall also be archived at Accuratus Lab. Services. These documents include, but are not 
limited to, the following : , 

1. SOPs which pertain to the study co.nducted. 
2. Non study specific SOP deviations made during the course of this study which may affect the results 

obtained during this study. 
3. Methods which were used or referenced ·1n the study conducted. 
4. QA reports for each QA i_nspection with comments. 
5. Facility Records: Temperature · Logs (ambient, incubator, etc.), Instrument Logs, Calibration and 

Maintenance Records·. · 
6. Current curriculum vitae, training records, and job descriptions for all personnel involved in the study. 

REPORT 
The report will include, but not be limited to. ldentmcalion of the sample, dale received, initiation and completion 
dales, identlfioatton of the organism slrains used, description of media and reagents, description of the methods 
employed, tabulated results and conclusion as It relates to the purpose of the test. and all other items required by 
40 CFR Parl '160.185. 

/ ,. 

PROTOCOL CHANGES 
If It becomes necessary to make changes in the approved protocol, the revision and reasons for change will be 
docurnented,'teported to the Sponsor and will become a part of the permanent file for that study. Similarly, the 
Sponsor will. be notified· as soon as possible whenever an evenl occurs that may have an effect on the validity of the 
study. · 

Standard operating procedures used in this study will be the current effective revision at the time of the work. Any 
minor changes to SOPs (for this study) or methods used will be documented in the raw data and approved by the 
Study Director. 

TEST SUBSTANCE RETENTION 
It Is the responsibility of the Sponsor to retain samples of the test substance. All unused test substance will 
be discarded following study completion unless otherwise requested. 
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(All blank sections are completed by the Sponsor or Sponsor RepresenlaUve as linked lo their signature, unless olhelWise noted.) 

Test Substance (Name & Batch Numbers) exactly as It should appear on final report: 
Formula 1178-172. Lot 2147-054, Lot 2147-086 and Lo! 2147-151 

Product Description: 
611 Quaternary ammonia 
0 lodophor 
o Sodium hypochlorite 

0 Peracetic acid 
0 Peroxide 
li1l Other Ethanol 

Approximate Test Substance Active Concentration (upon submission to Accuratus Lab Serv~e11) : 
<0.09% Quat. <57% Ethanol 

(This value Is used for neutralization planning only. This value is not intended to represent c~tifllcletizt11on values.) " 

NeutrallzatlonlSubculture Broth: 0 " 
(NOT£: All bro/11 must also serve as en appropriate growth'm,edlum for ttia test orgeri/sm) 

0 Accuratus Lab Services' OiscretlO"n • . ~y checking, Jhe Sponsor authorizes 
Accuratus Lab Services, at their /(f{scret\q,i:i,_ to ~~rform neutralization 
confirmation assays at the Sponso( s expen~e <(l~or to testing to determine 
the most appropriate neutralizer. (See Fee.Schedule). 

Storage Conditions: 
0 Room Temperature 
0 2-B"C 
D Other. __________ _ 

Hazards: 
O None known: Use Standard Precautions , , 
0 Material Safety Data Sheet, Auach~~ for each~PJ9duc1.r 
0 As Follows: " 

Product Preparation 
li1I No dilution required, Use as r~lved"(f$TI)) · 

·See... A.w;n1. " f(}- B-8 ~111 

, .. 

CJ •o;1ution(s) to be tested: 
1 

: ,. ·.. ·l\. 

________ .. ,....J• defined as + --------
(example: 1 oz/gallon) ~ ' (amount of test substance) (amount of diluent) 

0 Deionized Wa~~r-.(Fllter ,or AUtoclave Sterilized) 
O Soft Tap Waler (Fiiter or AutoCteye Sterilized) - All tap water is softened; the water hardness for the batch 

of tap water used will be deJermlned and reported. 
0 AOAC Synthell.c Hard WateF. PPM 
0 Othe~-~·(~··'----'-~~~~~~~~~~-

Wote: Ap equfva!~nt dilution may be made unless otherwise requested by the Sponsor. 

Test Organisqi(s): 611 f',8f!llJ</.omonas aeruginosa (ATCC 15442) 

Fabri~ Carrier Type,: . CJ 100% Plain Cotton Weave D Other.. _____________ _ 
611100% Polyester 

' 
Carrier N~mber:._--'6..,0.__..,oo..,.._r ,,.ba,..t.,.ch"'--

Spraying Time or# of Sprays: 3 seconds or unlil thoroughly wel Approximate Spraying Distance: 6-8 inches 

Exposure Time:. _ __,9., .... 5 __ Minutes Exposure Temperature: Room temperature 

Organic Soil Load: 
0 Minimum 5% Organic Soil Load (Fetal Bovine Serum) 
0 No Organic Soil Load Required 
D Other:. _____ _____ _ 
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To ensure expected levels of product are delivered, it is recommended that the Sponsor provide the spray bottles 
used in testing. Please indicate the desired source of the sprayer bottles used in testing: 
0 Sprayer(s) and bottle(s) are provided by the Sponsor 
D General purpose spray bottle(s) are to be provided by Accuratus Lab Services 
D The spray nozzle(s) are provided by the Sponsor and general purpose bottle(s) will be provided by Accuratus 

Lab Services 

TEST SUBSTANCE SHIPMENT STATUS 
(This section is for informational purposes only.) 
0 Test Substance Is already present at Accuratus Lab Services. 
D Test Substance has been or will be shipped to Accuratus Lab Services. 

Date of expected receipt at Accuratus Lab Services: _____________ ___ _ 
D Test Substance to be hand-delivered (must arrive by noon at least one day prior to testing or other 
arrangements made with the Study director) 

COMPLIANCE 
Study to be performed under EPA Good Laboratory Practice regulations (40 CFR Part 160) and in accordance to 
standard operating procedures. · 
0Yes 
D No (Non-GLP or Development Study} 

REGULATORY AGENCY!Sl THAT M·AY REVIEW DATA 
0 U.S. EPA 
D Health Canada 
D Therapeutic Goods Administration (Australian TGA) 

0 o. ..... cl O< fon+ro\ $l).\oC(.A.lk4~S 

0 ~(OW~. 
PROTOCOL ATTACHMENTS 

Supplemental lnformatior Form Attached~ D Yes 0 No 

Go.dd-ed pee- e""o.il-\JLlt 'if-a\-1 l.P 
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TEST SUBSTANCE CHARACTERIZATION & STABILITY TESTING 
[Verification required per 40 CFR Part 160 Subpart B (160.31(d))]. 

CJ Characterization/Stability testing is not required (For Non-GLP or Development testing only) 

OR 

Physical and Chemical Characterizalion (Identity. purity. strength. solubility, as appllcable) of the test leis 

0 Physical & Chemical Characterization has been or will be completed prior to efficacy testing. 

GLP compliance status of physical & chemical characteriza tion testing: 
0 Testing was or will be performed following 40 CFR Part 160 GLP regulations 
Q Characterization has not been or will not be performed following GLP regulation!> 

Check and complele the fo llowing that apply: 

ACCURATUS 
-LAB SERVICES­
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0 A Certificate of Analysis (C of A) may be provided for each lot of testsubstance. If provided, the 
C of A will to be appended to the report. , 

CJ Testing has been or will be conducted at Accuratus Lab Services under proto~pl or study#: 

CJ Test has been or will be conducted by another facility under protocol or study #: 

Q Physical & Chemical Characterization was not or will not, be performed prior to efficacy testing. 

Stability Tesling of !he rormulatlon 

0 Stability testing has been or will be complet,!=!d prior tp or concurrent with efficacy testing. 

GLP compliance status of stability tesUng: 
(GLP compliance is required by 40 CFR Part 160) , 
0 Testing was or will be performed following 40 CFR Rart 160 GLP regulations 
Q Stability testing has not been or will not l;>e performed following GLP regulations 

Check and complete the following that apply:, 
CJ Testing has been or will/be co~ducted at Accuratus Lab Services under protocol or study#: 

Q Test has been or will be, conducted by another facility under protocol or study#: 

Q Stability tes ting was not or will not be performed prior to or concurrent with efficacy testing. 

If test substanc~,charaderization or stability testing information is not provided or is not performed following GLP 
regulations, thiswill bf( indicated in the GLP compliance statement of the final report. 
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APPROVAL SIGNATURES 

SPONSOR: 

NAME: __ --'M~s.~R-"h=o"'n=d=a=J=on~e=s~--------~ TITLE: _ __.A_,,g,.e..,n.._t --------

SIGNATURE' ~ \.J2 0 ~ 
PHONE: 126=-= ~60)244-6273 \,~ 

EMAIL: nones@srcconsultanJs.com ... --. ·· ~ 

For confidentiality purposes, study information will be released only to the sponsor/repr.esehJ.ative signing the 
protocol (above) unless other individuals are specifically authorized in writing to ter;1j.ive stu1y,Jnformallon.;• ,.. 
Other individuals authorized to receive information regarding this study: · 'a Se'ii Attached 

I /'L e, · 
Lisa Drellinger. Diane Boesenberg, Kvle SrnHh. SRC Slaff 1 jha.,v\j?lt;;: •"-0...\Vl:)BV'\ 

. ' " . 

Accuratus Lab Services: 

NAME: JC\VV'I l e tterz. an 
Study Director 

, r, 

SIGNATURE: ~~ AA--cCVA.. 
Study Director " 

DATE:_~-"---'3'""\'-'-J""lo"'----

, . 
.-~1 • 

"' . . ~ ., -; '~ .. 
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